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Parallel liquid handling systems are widely used in diﬀerent applications of life sciences. In order to avoidfalse positive or negative
results which lead to higher costs due to the replication of the experiments it is necessary to monitor the process and success of
liquid delivery. An easy method for the determination of the liquid levels in microplates has been developed and evaluated. The
optical method bases on the measurement of the liquid level using CCD cameras followed by special algorithmsfor the evaluation
and visualization of the measured data. The proposed method was tested in changing environmental lighting for two diﬀerent
liquids. These tests conﬁrm our approach towards optical liquid level determination for smallest volumes in microplates and also
show the challenges regarding environmental lighting and diﬀerent physical properties of ﬂuids.
1.Introduction
Expensive and time-consuming processes have forced an
increase in eﬃciency in the research industry; this, as well
as the increasing need for documentation, introduces the
problem of pipetting robots operating blind. The operator
provides the reagents and substances for the system to
work with according to a preprogrammed procedure, leaving
results in the form of value measurements at the end of the
experiment—when identifying the root cause for outliers is
diﬃcult and corrective actions are no longer possible.
It may therefore make sense to introduce a pipetting
monitoring system to monitor individual handling proce-
dures. Pipetting problems are especially rife where extremely
small samples need to be pipetted [1]. The pipetting
monitoring system presented here is a low-priced, rapid,
and space-saving solution towards detecting extremely small
amounts in wells. The monitoring results are then added to
the documentation or fed back into the control system to
initialise a repeat pipetting procedure.
Detecting ﬂuid ﬁll levels plays a major role in many
industrial specialities, so many methods of determining ﬁll
levels have been developed and reported on in various
application areas. Weighing, pressure measurement on vessel
bottoms, and ultrasound are a few examples ofmeasurement
principles that have been used [2, 3], while optical methods
have also been used in a large number of applications, for
example, where contact-free measurement is needed [4]. So
far, there havenotbeenany reportsonusing opticalmethods
in determining ﬂuid ﬁll levelsin lab automation systems, but
a patent ﬁled in 1989 did describe a mechanism for manual
visual control on microtitre plates (MTPs) [5]. Using this
method, MTPs to be examined are laid into the device that
holds them at a predeﬁned parallel distance to a patterned
surface. The light reﬂected from the patterned surface is
refracted through the ﬂuid in the wells of transparent MTPs,
allowing detection of ﬂuid from distortions in the pattern or
excess intensity compared to the empty wells. This method
makes manual monitoring easy for the user, but it is still
restricted to clear, colourless microtitre plates.
Currently, automated pipetting systems use capacitive
or air pressure-sensitive pipettes to determine ﬁll level [6],
where the level is determined by detecting the change in
capacity on contact between the tip of the pipette and the
ﬂuid or change in pressure as the pipette tip is dipped into
the ﬂuid. This capacitive measurement principle is restricted2 Journal of Automated Methods and Management in Chemistry
to ﬂuids that conduct electricity, which may then have to be
added to the actual sample; this restriction does not apply to
the pressure principle, however.
Both systems measure ﬁll levels using gap measurement
and volume calculation based on the known geometry of the
wells. However, the volumes that apply here amount to 0–
20µl for 96-well and 0–10µl for 384-well plates—the ﬂuid
still forms a droplet on the bottom of the well; classical
ﬁll-level measurement in these volume ranges will not yield
usable results.
Using the methods described above, the pipettes would
also need to keep to a minimum distance to the bottom of
the well to avoid damage. Apart from that, small oﬀ-centre
droplets in the well due to adhesion eﬀects would remain
undetectable.
Ultrasound sensors may be used in determining volume
and also support contact-free measurement. There are sen-
sors that are small enough to allow multiple well meas-
urements [7]; the restrictions named above regarding the
minimum gap from the pipette to the bottom of the plate
or nondetection of oﬀ-centre droplets do not apply here.
2.OpticalMethod towardsQualitative
Fill-LevelDetectioninMTPs
2.1. Requirements and Challenges. The principles named
above have one particular drawback—measurement is time-
consuming, as each sensor can only monitor one well at a
time. Capacitive measurement with an eight-tip pipette tool
ona ninety-six-well plate wouldtakearound half a minute to
complete and around two for 384 wells. Ultrasound sensors
arefaster, but,tobeusedfor96-well plates, thinsensors must
be used that can be arranged in a row, where each well’s
width is 9mm. They have to be mounted on the robot above
a labware position. Since most robots approach labware (to
pick up and transport) from above, a conveyor must be
used to transport the plate below the sensory equipment.
These necessities make the solution diﬃcult to install and
expensive. Furthermore it needs a relatively large amount
of space and would not be usable for 384-well plates. These
ﬁll-level detector systems could theoretically provide a way
of monitoring individual pipetting steps, but the time taken
would be considerably longer.
The optical pipette monitoring system developed would
provide an adequate way of measuring each dosing step on
several wells in parallel, supporting monitoring for 384 wells
atvery short timesoflessthan tenseconds. Evaluationcovers
detecting droplets and subsequent estimation of droplet
volume from the two-dimensional projection of the droplet
ontheimageplaneandthewell-knowngeometry.Thispaper
will describethedevelopmentandevaluationoftheﬁrststep.
2.2. Selecting a Suitable Optical System. Camera systems and
ﬂatbedscannersarealready usedforreadingbarcodesinlabs.
Camera systems provide a fast imaging method at around
a second, but they are very sensitive to ambient light; in
addition, they photograph each well from a diﬀerent angle
depending on position. The speed beneﬁt cannot outweigh
the drawbacks for image processing, as monitoring pipettes
requiresanextremelyhighdegreeofaccuracy(sensitivityand
speciﬁcity).
Flatbed systems are an alternative, as they light each well
directly from below, making the necessary image processing
much easier. The Contact Image Sensor (CIS) system (ZTS-
A6, Ziath Ltd.) has a weak light source and depth of ﬁeld; the
weak light source renders the scanner sensitive to alterations
in ambient lighting conditions, but the low depth of ﬁeld
presents an advantage in that only objects on the bottom
of the well are in focus, making them easier to recognise.
In contrast, Charge Coupled Device (CCD) ﬂatbed scanners
(Xtr-96, ﬂuidX Ltd.) have a strong light source and greater
depth ofﬁeld. The plusand minus pointsof each sensor type
can be weighed up depending on application—the software
supports a variety of imaging systems.
2.3. System Setup. Various approaches towards implement-
ing pipetting monitoring have been examined. The system
was designed in order to integrate the hardware needed on
the pipetting robot deck (Biomek FX, Beckman Coulter)
and support a suitable interface to the control computer.
In addition, a variety of coverings were tried out in order
to determine and minimise the eﬀects of ambient lighting.
Additional software needs to be installed on the computer to
be controlled by the control software. The software supports
a variety of sensor types connected via USB, ensuring
convenience and simplicity in installing the device.
2.4. Software. The image evaluation software, which was
developed by the authors, is the heart of the measuring
system; it can be used with a variety of imaging systems and
can be conﬁgured for various plate types that may diﬀer in
bottom shape and material, and therefore also transparency.
The image processing concept was inspired by cascade
classiﬁers [8] since it was not initially possible to develop an
algorithmthat would be equallysuitable forthe various plate
types, droplet sizes, and ﬂuids. Cascade classiﬁers consist of
a number of weak classiﬁers that combine to a single strong
one.
Three algorithms (the weak classiﬁers; see Table 1)
evaluate an image simultaneously; output is merged with an
ADALINE (Adaptive Linear Neuron) to calculate the result
[9]. Optimum weights exist to conﬁgure the system for each
plate and device combination (see Figure 1). The weights are
determined from training data using a simple least-squares
approach.
Finally, a ﬁxed threshold needs to be selected in order to
use the system; the ideal threshold topt is determined from
the training data as follows:
topt = max[TP(t) −FP(t)]. (1)
The a priori knowledge on the plate, imaging device,
and pipetted ﬂuids is used for other points as well. The
system selects the settings required for the imaging method
and the algorithm parameters by reference to plate-device
combination.Journal of Automated Methods and Management in Chemistry 3
Table 1: Procedure and parameters in the algorithms designed.
Name TemplateBased() ReﬂexionPattern() HoughCircles()
Computational
steps
(i) Diﬀerence between image and
template
(ii) Thresholding (1)
(iii) Morphological opening (2,3)
(iv) Sum over pixel values equals blob size
(i) Blurring
(ii) Edge detection with Sobel ﬁlter (1)
(iii) Calculation of statistical moments
(iv) Calculation of moment diﬀerences
between image and template
(i) Laplacian-of-Gaussianﬁlter (1)
(ii) Hough-transformation(2,3)
(iii) Calculation of the distance
between well tangent
and object tangent
Parameters to
adjust for
labware and
device
(1) Threshold
(2) Size of the structuring element
(3) Iterations
(1) Filter order in x-a n dy-direction
(1) Filter threshold
(2) Accumulator threshold
(3) Min/max Radius
Result Blob size Diﬀerences in variance, skewness, excess Radius, distance between well
and object tangents
. . .
Flatbed
CIS/CCD
Camera sys
Preprocessing
TemplateBased()
RefexionPattern()
Voting for each well
Quantitative guess
Liquid level information
• The optimal sensor depends on
plate material and liquid
￿ Hardware is chosen according
to task
Images
￿ Images are processed by
multiple algorithms in
parallel
￿ ﬁlled wells and a
quantitative guess are
reported to the process
control system
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Figure 1: Program ﬂow scheme.
2.5. Examination Approach. Each device was set up on the
pipetting platform for testing. Fluids were dosed via the
pipetting system. The plates were then transferred to the
optical system; an image was taken of each with (CIS,
camera) and without covering (CIS, CCD, camera). The
camera system was not included for evaluation for the
reasons stated in Section 2.2.
To generate more test data, the plates were used several
times with accumulating amounts of substance inside. Two
pipetting approaches were used for the examinations. For
the 96-well plates a certain volume was dispensed to each
of the 8 wells in one row whereas the following row was left
empty (6 rows ﬁlled, 6 rows empty). For the 384-well plate
a certain volume was dispensed to every second well. These
approaches were selected in order to measure the droplets
spread overtheplate.There were also emptywells distributed
across the plate for position eﬀects to be detected as well.
Dosages of 1–40µl were taken for the 96-well MTPs,
but only 1–12µl max dosage for the 384-well plates due to
the smaller well volume. Tighter steps were used for 1–8µl
dosagestogeneratemoretestdata.Thealgorithmsdeveloped
were used afterwards on the data collected.
The tests were run on 96-well polystyrene (PS) and
polypropylene (PP) plates with V-bottoms (V), a 96-well
polystyrene plate with a ﬂat bottom (F), anda 384-well plate
polypropylene plate with a V-bottom. In the following, we
will be referring to the plates by the above abbreviations.
Images were taken in three to four runs each for four plates
ineighttotwelvevolumestepsinthreetypesofsetup—CCD,
CIS with, and CIS without covering. In total, more than four
hundred test images were taken.
2.6. Evaluation Method. A receiver operating characteristic
(ROC) function describes the detector’s behaviour depend-
ing on threshold selection setting its sensitivity [10]. If a low
threshold is set, many true positives but more false alarms
would be expected.
Eﬃcacy was expressed as true positives (TPs) and false
positives (FPs) for one selected threshold Table 3. Regardless
of threshold, the area under the ROC curve is taken to
measure its eﬃcacy [10]. The ROC curve is a function with
the threshold as its parameter. The criteria from Table 2 can
be used in order to test for eﬃcacy.4 Journal of Automated Methods and Management in Chemistry
Table 2: Evaluation criteria.
True positives TP = Detections/Wellsfull
False positives FP = FalseAlarm/Wellsempty
Area under curve AUC =

TPdFP
Figure 2:A growingdrop, connecting to thewall between 24µla n d
32µl.
3.Results
Table 1 summarises the true and false positives for the plates
examined for each device as a percentage. This table shows
an example of one run with ﬁxed parameters optimised for
V-PP-96 plates and CIS system (without covering).
Wide-ranging examinations were performed on system
sensitivity to various inﬂuences in order to gauge the
usefulness of the system in real-life conditions.
3.1. Inﬂuenceof Resolution on Eﬃcacy. The tests were per-
formed at a maximum resolution of 600dpi (0.042mm per
pixel). Comparative tests on lower resolutions of 300dpi
(0.085mm per pixel) also yielded good results. Lowering
resolution in the volume ranges tested above 1µls h o w e dn o
signiﬁcant negative eﬀect.
3.2. The System’s Measurement Range. There are upper and
lower volume limits for detecting droplets. The lower limit is
subject to several factors, such as light distorting the image
in the middle of V-bottom wells at the cylinder tip or V-tip,
and the droplet needs to be larger than the bottom tip. For
all plates the lower limit was found to be below 1µl.
Figure 2 shows how droplets tend to stick to the walls of
a well in recognisably increased numbers, when growing in
size.
This reduces the TP rate for large volumes since the
reﬂexions disappear and hence leads to the upper boundary
of the measurement range. The ideal measuring range for
96-well plates was between 1 and 24µl, while volumes of up
to 10µl were recognisable in 384-well plates. Figure 3 shows
the degradation of measurement quality with two diﬀerent
plates.
3.3. Operation under Changing Lighting Conditions. The
system would be used in a variety of conditions in real-life
operation; ambient light reaching the plate varies depending
on the system’s location as well as the season and time of day,
so the system would have to be tested for robustness with
regard to light conditions. To test this, test images were taken
inthreediﬀerenttypicallightingsituationsasfollows: (1)full
directsunlightonthedevice,(2)indirectdaylight,and(3)no
natural lighting—lab lighting.
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Figure 3: Degradation of measurement accuracy with growing
sample volume.
Two images were taken for each run using the CIS sensor
to test its particular sensitivity towards ambient light. Each
plate was imaged once with and once without the covering
(microtitre plate lid) in each ambient light setting and with
every volume. The lid shields the plate from ambient light
during the imaging process.
Figure 4 shows an example of how direct sunlight ruined
the image. Similar overexposure also aﬀected images made
using the CCD sensor, albeit less strongly since the CCD
sensor is less sensitive to ambient light. Overall, no images
taken with the CCD sensor were aﬀected by direct light such
that they became useless.
The results for the CIS scanner with lid are represented
by the hashed area in Figure 4. The solid area includesresults
without the lid. The ﬁgure shows the improved relationship
between truepositives against false positives ontheone hand
and the smaller ﬂuctuation range on the other, using the lid.
The beneﬁtsofcoveringthereforeconsist ofimprovedresults
and robustness to ambient light. The smaller ﬂuctuation
range is equivalent to a smaller area on the TP/FP plane. The
bounded area ΔAUCo was 0.132 without covering compared
to ΔAUCl at 0.018 with covering (lid)—only around 13.6%.
The CCD sensor yielded more robust results; the diﬀer-
ence in area ΔAUCo,CCD was 0.034 for the CCD sensor, the
same general range as with the CIS sensor with covering.
3.4. Inﬂuence of Sample Substance and Pipetting Technique.
Substances to be dosed vary according to ﬂuid properties.
Fluids with varying levels of viscosity and surface tension are
dosed using diﬀerent pipetting techniques. If the cohesion
eﬀects between the ﬂuid and pipette are too heavy, the
droplets have to be placed onto the well using techniques
such as Tip Touch. Viscosity also aﬀects the way samples of a
given volume spread across the well.
One test addressed functionality with ﬁltered water and
pure DMSO. The ideal pipetting technique for water was
used for the droplets of the same shape to be placedJournal of Automated Methods and Management in Chemistry 5
Table 3: Results in percent.
CIS open CIS lid CCD open
TP FP TP FP TP FP
VPP384 99.5 0.0 96.1 0.0 90.2 9.0
VPS96 97.8 0.0 86.7 0.0 96.6 0.4
FPS96 88.7 1.0 86.3 5.4 72.6 3.0
VPP384 94.2 7.5 96.5 4.2 95.4 0.6
(a)
1
0.8
0.6
0.4
0.2
0
0 0.2 0.4 0.6 0.8 1
Without lid
With lid
FPR
T
P
R
No discrimination line (random guess)
(b)
Figure 4: Overexposure without lid and with lid and results, V-PP-384 (CIS).
(a)
(b)
Figure 5: Inﬂuence of pipetting technique: (a) DMSO; (b) water.
into the middle of the well at a very high level of repro-
ducibility. DMSO was pipetted using Tip Touch, which
is not ideal for the substance; this increased the negative
inﬂuence of droplets clinging to the well edges. Dosing
DMSO also showed an increasing frequency of oﬀ-centre
droplets at increasing volume, suggesting an operational
range depending on substance. Figure 5 shows how a bad
pipetting technique leads to uncentered drops clinging to the
walls. As described in Section 3.2, this leads to a decrease in
measurement accuracy. The accuracy decreases earlier and
more rapidly for DMSO than it does for water using either
sensor type. Optimised pipetting techniques play a major
role in a reliable detection of pipetted droplets.
4.ConclusionandRecommendations
The system’s functionality has been conﬁrmed in this test
sequence.Usinga basicﬂatbed scanner simpliﬁes application
for pipetting monitoring and improves results while increas-
ing eﬃciency compared to the camera solution used up to
now.
The pipetting monitoring presented canbe implemented
using barcode readers based on CCD or CIS ﬂatbed scanners
that the lab may already have at its disposal. Eﬃcacy with
regard to sample volume and substance properties as well
as robustness to ambient light was tested. Depending on lab
lighting conditions, a covering may improve results. Further
work should be done for the evaluation of all environmental
variables inﬂuencing the sensor signals. Additionally error
analysis of the developed system and comparison to classical
methods will be done.
The results of the tests taken up to now have revealed a
variety of possible improvements for the system; result qual-
ity showed heavy dependence on the algorithm parameters
used, so automatic parameter optimisation should be used
forthereliabledetectionofthebestparameters.Additionally,
t h i sw o u l de n a b l et h eu s e rt oc o n ﬁ g u r et h ed e v i c ef o rn e w6 Journal of Automated Methods and Management in Chemistry
labware on his own, since all settings could then be found
automatically.
In addition, adaptation to ambient light should be opti-
mised toensure that thesystem canbeused without covering
wherever possible. There is further room for improvement
at high volume ranges or for badly positioned droplets;
the potential for quantitative volume estimation from two-
dimensional droplet projections, ﬂuid properties, and well
shape warrants further investigation.
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